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June 30, 2016

To whom it may concern:

Re: maintenance, warranty, repairs and calibration validation checks of Oxylator@'devices.

Maintenance:

Follow the steps outlined in the Operating Manual applicable to your Oxylator@ model

Warranty:

Observe the remarks and conditions in the Operating Manual applicable to your Oxylator@ model

Repairs if applicable:

Oxylator@ devices can only be repaired by CPR Medical Devices Inc., Markham, Ontario,
Canada, and need to be sent to CPR via the distributor the devices were purchased from.

Calibration validation checks if applicable:

Although not necessary when Oxylator@ devices are maintained according to their Operating
Manual, some countries mandate regular calibration validation checks per their medical device
regulations. These validations can only be performed by authorized distributors of CPR Medical
Devices lnc. or CPR Medical Devices Inc.

Should you have any questions, please contact your distributor or CPR Medical Devices Inc.

Sincerely,

CPR Medical Devices lnc

.-'44*ce.*

Romeo Worner. President



Aktualisierung der ISO 13485  !
30. Juni 2016!!!
Wartung, Garantie, Reparaturen und Kalibrierung Validierung Kontrollen von 
Oxylator®`geräten.!!
Instandhaltung:!!
Befolgen Sie die Schritte in der Bedienungsanleitung für Ihr Oxylator®-Modell!!
Garantie:!!
Beachten Sie die Hinweise und Bedingungen in der Betriebsanleitung für Ihr Oxylator®-
Modell!!
Reparaturen falls zutreffend:!!
Oxylator®-Geräte können nur von CPR Medical Devices Inc., Markham, Ontario, Kanada, 
repariert werden und müssen über den Händler, der die Geräte in Verkehr bringt, an !
CPR gesendet werden.!!
Kalibrierungs- und Sicherheitstechnische Kontrollen, falls erforderlich und vorgeschrieben: !!
Obwohl es nicht notwendig ist, wenn Oxylator®-Geräte gemäß ihrer Bedienungsanleitung 
gepflegt werden, verlangen einige Länder regelmäßige Sicherheitstechnische Kontrolle 
gemäß ihren medizintechnischen Vorschriften. !!
Diese Validierungen dürfen nur durch autorisierte und qualifizierte Vertriebspartnern !
CPR Medical Devices Inc. durchgeführt werden.!!

- Panomed Medizintechnik, Hauptstr. 57, 82234 Wessling -!!
Bei Fragen wenden Sie sich bitte an Ihren Händler oder an die CPR Medical Devices Inc.!!

30.06.2016, Wessling ________________________


